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Immunization Program

Data Logger

Instruction Manual

o sepaae g for e gararrs nd s

Data Logger Care
Packages:

Mailed March 15™M I

Contained:

« VFC5000-TC Data Loggers and
accessories

New DL Instruction Manual

Updated VFC Provider Handbook

‘Memo with checklist

2012 = Blue 2013 = Lavender




Vaccine Storage and Handling

INTERIM GUIDANCE

Introduction

In response to recent scientific studies' on equipment used for vaccine storage and a better understanding of

best practices for vaccine storage and handling, the Centers for Disease Control and Prevention (CDC) is

providing interim guidance on appropriate vaccine storage and handling practices. This guidance is intended for

use by all public and private sector providers and, while recognizing that cost may be a barrier, we encourage

practices to move toward implementing these recommendations as soon as possible. CDCis currently

evaluating the most efficient and cost effective method to phase these recommendations in and more guidance

is forthcoming.

With the goal of improving the way providers store and handle vaccines nationwide, several important changes

have been made to previous recommendations issued by CDC, including:

1. Use of a biosafe glycol-encased probe or a similar temperature buffered prabe rather than

NRE

Vaccines for children

Why New Data

Loggerse

» October 2012 - CDC issued Interim
Storage and Handling Guidelines
updating recommendations for
vaccine storage

Immunization Program distributes
over$é million dollars in publicly
funded vaccine.

Require providers receiving that
vaccine to follow CDC
recommendations.

We supply compliant thermometers
so you don’'t have to.

See Handbook Section 14 for details.




Why you're going to
love your new data
logger:

» Glycol buffered thermocouple probe:

» Measures temperature approximating
vaccine not air.

» Buffered — does not respond to
momentary changes in qir
temperature.

> Data Logger is on outside of storage unit.

» No need to open the door.

> Lights are readily visible.

» No stooping, no bending.

» Probe stays in storage unit while you
download data.

» Two-year calibration!!!




2013 Provider Checklist for New VFC Requirements

O Complete Section 12 of your updated VFC Provider Handbook
o Review with staff
Faxa copy to the Immunization Program (442-4843)
o Posta copy to all VFC vaceine storage units.

Z Install your new Data Logzers according to the new Data Logger Instruction Manual. Please read the instructions
i 3 ion your old Data Logger until your new Data

carefully 2s
Logger has been approved.

it from the ion Progr
v immunization. mt gov
Click on the VFC link and sroll down to “Vaccin Storag:
Click on ., open the file, and log. Plesse note: There are
now separate logs for refrigerators and freezer
Bookmark this site for future reference.
¥e Loggers and log new paper Logs
for one week Logg i & nz Logger [page7) for details.
T After one week, download your Dta Logeer data and email it to hhsiz@mt.gov. Include “Data Logger Data” in
the subject line and provide identifying information for your clinic. See Sections 7 and 8 of your Data Logger
instruction Manual for guidance.
 paper k of recorded to 4424848,
e will review you reply with additional instructi
a ggers
........ L
our new Dat: on returming
ifreren contact the
April 30, 2013,
ee ondering vactine um eckiistis complete.

To contact DPEES Director: PO Box 4210 4 Heleus, MT 506041210 4 (406) $$+-5622 ¢ Fax: (406) 444-1070 # o dplihs mt eov
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New things you have to
do - once:

»Checklist in your care package must be
completed by April 30™.
> Fill-out and fax Handbook Section 12
»>Install data loggers per New Instruction
Manual
»Record data and log temperatures on State-
supplied temperature log for one week.
»Fax tfemp log
»Email data logger data
»>Wait for approval from Immunization
Program:
»Data logger is set up and adjusted
properly for your storage units
»Storage unit is holding temperatures
»Emergency and Vaccine Management
Plan in place.
»Return old data loggers!!l...PLEASE!!!




New things you have to
do - regularly:

»Record min/max temperatures every

Fay of Month

morning in addition to current temperature

ime of Day

“I morning and evening.

taff Initials

ED Green

IAEENE

66666

Push #2 Max

Push #3 Min




Pitfalls, Pratfalls, and
Frequently Asked Questions

/N




Must use EasylLog

Version 6.3 software:

» No disk in box.

» Must download online.

» Follow instructions on yellow card in
data logger box.

» Downloaded software will not auto
run. Must double click “setup.exe” file.

EasylLog Software Version 6.3 is required:

-
o Name Type
File Download
f 1
Do you want to open or save this file? L ﬂ File older
4. 86 File folder
i Name: EasylogUSBV6E30_CS.zip
Type: Compressed (zipped) Folder, 8,45MB Q. Autorun.inf Setup Information
From: www.ufcdataloggers.com . ¢
2 | EL-USB.inf Setup Information
[ Open J[ save [ Cancel | __ readme.txt Text Document
Application
While files from the Intemet can be useful, some files can potentially M
@ harm your computer. If you do not trust the source, do not open or se( v "’) CJU'OQ
save this file. 'What's the risk?

tollow the screen prompts.
* You must install the software and the driver.




Use plastic ties and
adhesive squares to
secure wire:

» Recommend running wire out hinge
side of door.

» Use plastic ties inside.

» Squares and ties on outside.

> Ties are not re-usable. Must cut to
remove.

> Use twist ties or garbage bag ties.

» Important to secure the wire.




Install the glycol
buffered probe first:

» Allow to equilibrate for over an hour
before attaching data logger. B

» Push start instead of delayed start with
old devices.

» Once installed, probe never leaves
storage unit.

» No need for delayed start.

‘Satect when you would 16k the Iogger 1o ian and oress Fanatr

Push
Start




Combo units beware
of vent from freezerlll

» Keep data logger probe and vaccine
away from vent. N
» Too cold and may even be freezing.




Alarm Delays:

» Setup screen #5

> Will not show up if you have not set
temperature thresholds

» How many out-of-range readings
before red light is activated. l

» Number of readings AND duration
(based on sampling rate)

> New recommended settings: Why?¢
We now read "“vaccine temperature”
and not air temperature. No lag time.




Alarm Delays:

Enter the number of consecutve readngs In 3n alarm condition
Defare & s indwsted by the LEDs

Mnimum value = 1 reading (n0 detsy)
Mminum vakie = 250 resdng:

Deltay at cumant
logging rate

NuTDer o!mmt.'(3 ) 15 minutes

Numder of Low Alaems A 15 mirwtes




Alarm Delays —
Refrigerators:

» “3" or 15 minutes
» No exceptions.

Enter the number of CoNSeCcUt® readings In 3n akarm condition
Defare & s indscsted by the LEDs

Minimum value = 1 reading (nO detsy)
Muitnum valie = 250 resong:




Alarm Delays —
Freezers:

» Still must accommodate defrost
cycles in “frost-free” units.

> 7 (30 minutes) to 12 (1 hour)

» Must review data to determine.

10.0




Consider geﬂ-lng » New CDC recommendation.

» NOT arequirement in the Montana
stand-alone unifs: _ VFC Program.
» But a good idea!
» No defrost cycles
» No freezing airin the
refrigerator

freezer
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Contact us if you
need:

» Different cradle configurations
(single versus double)
» Additional data loggers

If you have extra data loggers...




Please return old/extra data loggers
to the Immunization Program:

Address label provided in your care package:

Montana Immunization Program
Cogswell Building Room C-211
PO Box 202951

Helena, Montana 59620 - 2951

Our purchase contract depends on returning old data loggers!!!




Katie Grady-Selby

VFC Quality Specialist

444-1613 Lori Hutchinson
kgrady@mt.gov Vaccine Manager

\Q 444-0277
lhutchinson@mt.gov
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Questions?

MT
VEFC

a
/

Montana Immunization
Program
444-5580

hhsiz@mt.gov




